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layer biologically active surfaces 
on microfluidic devices for point of 
care applications
Waseem Asghar1,2,*, Mehmet Yuksekkaya3,4,*, Hadi Shafiee3, Michael Zhang3, 
Mehmet O. Ozen1, Fatih Inci1, Mustafa Kocakulak4 & Utkan Demirci1,3
Although materials and engineered surfaces are broadly utilized in creating assays and devices with 
wide applications in diagnostics, preservation of these immuno-functionalized surfaces on microfluidic 
devices remains a significant challenge to create reliable repeatable assays that would facilitate 
patient care in resource-constrained settings at the point-of-care (POC), where reliable electricity 
and refrigeration are lacking. To address this challenge, we present an innovative approach to 
stabilize surfaces on-chip with multiple layers of immunochemistry. The functionality of microfluidic 
devices using the presented method is evaluated at room temperature for up to 6-month shelf 
life. We integrated the preserved microfluidic devices with a lensless complementary metal oxide 
semiconductor (CMOS) imaging platform to count CD4+ T cells from a drop of unprocessed whole 
blood targeting applications at the POC such as HIV management and monitoring. The developed 
immunochemistry stabilization method can potentially be applied broadly to other diagnostic immuno-
assays such as viral load measurements, chemotherapy monitoring, and biomarker detection for cancer 
patients at the POC.
Although methods to biopreserve proteins and antibodies using polyols such as sugar solutions, sorbitol, glycerol, 
and various polymers have been well-established1–6, keeping surfaces of microfluidic devices engineered with 
multi-layer surface chemistry functional remains a challenge7,8. Multi-layer surface chemistry has been shown to 
lead to better antibody orientation and higher capture efficiency9. In multi-layer surface preservation, antibody 
conjugation along with surface functional groups needs to be stabilized. Stabilization of immuno-functionalized 
microfluidic devices will address challenges associated with delivering healthcare in resource-constrained settings 
lacking reliable electricity and refrigeration10–15, and having limited access to state-of-the-art medical equipment. 
Although microfluidic-based devices have enabled point-of-care (POC) testing in disease diagnostics includ-
ing CD4 T cell counts and viral load measurements14,16–21, these devices need to be stored at low temperatures 
(4–8 oC) to prevent denaturation of capture antibodies and loss of function22,23. Transportation of biomaterials in 
cold chain is expensive, thus significantly increase the assay cost. In addition to the issues related to cost cold stor-
age may not even be available in resource limited settings. To address these challenges, there is a need to preserve 
multi-layer immuno-functionalized microfluidic devices in refrigeration-free settings.
Although various methods has been available to preserve antibodies in dry or solution form such as freezing, 
drying, lyophilization, and dilution24,25, stabilization of functionalized microfluidic devices is recently being inves-
tigated26–28. Unlike, lateral flow and dipstick assays, where single antibodies are stabilized, microfluidic devices 
can have multiple antibodies/proteins conjugated together as multi-layers and immobilized inside microfluidic 
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channels. Multi-layer surface chemistry achieves better orientation of antibodies for higher and repeatable cap-
ture efficiencies9. Herein, we investigated the utilization of trehalose for preserving complex multi-layer surface 
chemistry in microfluidic channels at refrigeration-free conditions. In nature, trehalose is present in unicellu-
lar organisms as a stress-responsive factor29–31. These organisms synthesize trehalose that helps to retain their 
cellular integrity under stress conditions such as heat, desiccation, and cold29–31. Although trehalose has been 
extensively explored in preservation and stabilization of biological molecules and cells32–36, it has not been inves-
tigated to preserve multi-layered immune-functionalized microfluidic surfaces to potentially store these surfaces 
at room temperature. Using trehalose as a naturally occurring stabilization agent, we present a method to preserve 
multi-layered surfaces of immuno-functionalized microfluidic devices with immobilized antibodies for broad 
applications in POC diagnostics, achieving long term storage up to 6 months at room temperature. Initially, we 
developed a stabilized microfluidic device for CD4 T cell counting using unprocessed whole blood samples. The 
stabilized and dried microfluidic devices are stored at room temperature and can be used for CD4 T cell counting 
at the time of need by simply re-activating the surfaces using a PBS wash. We have also integrated these stabilized 
microfluidic devices post-reactivation with a lensless imaging technology12,37, where captured CD4 T cells are 
counted rapidly and automatically from unprocessed whole blood creating a portable, battery-operated, inexpen-
sive, and microscope-free CD4 T cell counting platform with a long shelf-life enabling applications at POC for 
resource-limited, primary care, or bedside settings12,37.
Results
Microfluidic device assembly and surface functionalization. To present a trehalose-based approach 
for the preservation of multi-layer surface chemistry on channel surfaces, we fabricated a microfluidic device 
and constructed multi-layer surface chemistry (Fig. 1). Microfluidic device was designed and assembled by 
assembling  a layer of double-sided adhesive (DSA) with poly methyl methacrylate (PMMA) and glass cover slip 
(Fig. 1a). The devices were functionalized with anti-CD4 antibody as explained in Methods section (Fig. 1b). 
Functionalized devices were stabilized using a trehalose solution followed by a drying process to preserve them 
at room temperature in a vacuum-sealed plastic bag (Methods section). These devices were used for capturing 
CD4 T cells from whole blood. Captured CD4 T cells were counted using a fluorescence microscope and lensless 
complementary metal-oxide semiconductor (CMOS)38 sensor (Fig. 1c).
Device drying, stabilization, storage and reactivation. Functionalized microfluidic devices stabilized 
using trehalose cannot be efficiently dried at room temperature as channel inlet and outlet are small (0.6 mm 
diameter), which does not allow trehalose solution to evaporate quickly. Four methods were employed to dry 
the trehalose-treated functionalized microfluidic devices, (i) heating (37 oC), (ii) vacuum (− 761 mmHg), (iii) 
heating and vacuum (37 oC + − 761 mmHg), and (iv) device centrifugation followed by heating and vacuum 
(37 oC + − 761 mmHg) (Fig. 2a, n (number of channels tested) = 3 for each method). To quantify the dried device 
surface area, we used ImageJ software (National Institute of Health, http://rsbweb.nih.gov/ij/) as shown in Fig. 2b, 
where white and black areas represent the dried and wet regions of the chip surface. Heating or vacuum alone 
was not able to dry devices faster, only 46.2 ± 4.1% (heating) and 77.1 ± 1.63% (vacuum) of device areas were 
dried in 4 hours (Fig. 2a). Vacuum plus heating provided better results than that of vacuum or heating alone as 
96.4 ± 0.87% of device area was dried in 4 hours. To decrease the device drying time, we developed a method 
to first remove the excessive fluid inside microfluidic devices by centrifugation, and then vacuum plus heating 
was applied to dry the surface (Fig. 2c). Device centrifugation at 6600 rpm for 5 seconds removed 92 ± 5.5% of 
the fluid (Methods section). Remaining fluid was dried using vacuum plus drying. It took 30 minutes to fully 
dry the trehalose-treated functionalized microfluidic devices by a centrifugation-based method (Fig. 2a). The 
trehalose-treated dried devices were sealed in a plastic vacuum bags along with Silica gel Rubin drying bags 
(Fig. 2c). The functionality of trehalose-treated dried devices was then reactivated by PBS wash to remove treha-
lose from microfluidic channels.
Testing of dried microfluidic devices and lensless imaging. Before running the cell capture experi-
ments, a microfluidic device washing protocol was optimized. Experimental findings suggested that microfluidic 
devices should be washed three times with PBS to remove unbound blood cells from the channels (Supplementary 
Figure 1). To optimize the trehalose concentration for surface chemistry stabilization, trehalose solutions at dif-
ferent concentrations (1–5% (w/v)) were used. Negative control sample was determined as surfaces without tre-
halose treatment. Stabilized and dried devices were kept at room temperature for 2 weeks before testing for CD4 
T cell capture efficiency and specificity from whole blood. Without trehalose treatment (negative control sample: 
0% v/w), CD4 T cell capture efficiency and specificity were observed lower than the other trehalose concentra-
tions (Capture efficiency at negative controls = 13.9% ± 4.0%, specificity at negative controls = 39.7% ± 9.9%). 
We observed a significant increase in CD4 T cell capture efficiency and specificity when 2.5% (w/v) trehalose was 
employed (Fig. 3a,b), compared to other concentrations; 0% (negative control), 1%, and 5%. At a higher treha-
lose concentration (5%), CD4 T cell capture efficiency and specificity started decreasing compared to 2.5%. As a 
result, higher trehalose concentration may interfere with the recognition sites of antibody to the target molecule/
epitope as previously reported26. Based on these observations, we continued experiments with 2.5% trehalose. 
Trehalose-treated dried microfluidic devices were also tested for capturing CD4 T cells from whole blood after 1, 
2, 3, 16, 18, and 24 weeks. Captured cells were stained with DAPI and anti-CD4-Ab-conjugated-AlexaFlour-488 
dyes for counting nucleated (WBCs) and CD4 T cells respectively (Fig. 4a). CD4 T cell capture efficiency was 
calculated by captured CD4 T cells divided by total CD4 T cells injected into the microchannels, whereas CD4 T 
cell capture specificity was calculated by dividing AlexaFlour-488 stained cells by DAPI stained cells (Methods 
section). CD4 T cell capture efficiency changed from 79.9 ± 7.8% (freshly prepared devices) to 76.1 ± 3.4%, 
70.1 ± 6.4%, 74.0 ± 7.9%, 61.9 ± 1.5%, 44.8 ± 4.5%, and 42.8 ± 6.3% for trehalose-treated devices tested after 
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weeks 1, 2, 3, 16, 18, and 24, respectively (Fig. 4b, n = 3–6 for each time point). CD4 T cell capture efficiency 
remained above 60% after 4 months while it decreased significantly to 42.8% at the end of 6th month. The possible 
reason for this reduction in capture efficiency after 4 months was due to the fact that the sealed plastic bag started 
losing vacuum. CD4 T cell capture specificity remained almost stable over a period of 6 months with specific-
ity values of 91.2 ± 1.8% (freshly prepared devices), and 88.6 ± 2.2% for trehalose-treated dried functionalized 
devices tested after 6 months (Fig. 4c). We have also tested the preserved devices at higher temperature (50 °C) 
Figure 1. Microfluidic device assembly, surface functionalization, and CD4 T cells counting. (a) (i) 3D 
schematic of a three channel microfluidic device fabricated by poly methyl methacrylate (PMMA), double 
sided adhesive (DSA) and glass cover slip. (ii) Physical dimensions of a channel. (iii) Actual image of a 
microfluidic device where channels are filled with food dyes and blood. (b) NeutrAvidin-Biotin based antibody 
immobilization and trehalose preservation. Oxygen plasma treated cleaned glass covers slips were silanized with 
3-MPS followed by GMBS treatment. (i) During the silanization step, three methoxy (CH3O-) groups of 3-MPS 
are replaced with 3 hydroxyl groups (OH-) on the surface, thus forming strong covalent -Si-O-Si- bonds. (ii) 
GMBS is an amine-to-sulfhydryl crosslinker that contains NHS-ester and maleimide reactive groups at opposite 
ends of a short spacer arm. Maleimide group react with -SH groups at 3-MPS, forming stable thioether linkages. 
(iii) NHS ester end of GMBS couples with amines (located at Neutravidin) to form stable amide bonds. (iv) 
Surface was further functionalized biotinylated anti-CD4 antibody. (v) Finally, trehalose solution was used to 
protect the antibodies from degradation. (c) After washing trehalose, whole blood was applied to the channels. 
Devices were washed, and cells were stained with DAPI for all WBCs, and Alexa Flour 488 conjugated anti-CD4 
antibody for CD4 T cells. The unstained captured CD4 T cells can automatically be counted using lensless 
complementary metal-oxide semiconductor (CMOS) sensor.
www.nature.com/scientificreports/
4Scientific RepoRts | 6:21163 | DOI: 10.1038/srep21163
and higher humidity (85%) to mimic environmental conditions in resource-constrained settings. Thus, we have 
stored the devices at room temperature for 5 weeks and then heated them at 50 oC for 24 hours using hotplate. The 
devices remained sealed in bags during the heating. Devices were cooled down back to room temperature before 
evaluation. These preserved devices resulted in a CD4 T cell capture efficiency and specificity of 79.5 ± 5.8% and 
87.7 ± 3.0% respectively from whole blood (Fig. 4d). To evaluate humidity effect on device performance, devices 
that have been preserved for 5 weeks were stored inside an oven at 85% humidity and 30 °C for 24 hours. These 
preserved devices at higher humidity provided a CD4 T cell capture efficiency and specificity of 74.6 ± 6.2% 
and 89.8 ± 3.1% respectively, from whole blood (Fig. 4e). As a result, these findings were comparable to those of 
freshly functionalized devices (capture efficiency = 79.7 ± 5.2%, capture specificity = 90.9 ± 2.1%).
To develop an automatic CD4 T cell counting platform, we have integrated the CMOS lensless technology 
with microfluidic devices. Shadows of all captured cells were acquired on a CMOS sensor, due to its wide field of 
view within few seconds (Fig. 5). We have developed a MATLAB algorithm to automatically count the captured 
cell shadows (Supplementary Figure 2, Methods section). Averaged cell shadow image is generated by averaging 
the intensity histograms of 30 randomly selected cell shadows (Supplementary Figure 3, Fig. 5d). The algorithm 
uses an averaged cell shadow image and compares its intensity histogram with the image obtained from micro-
fluidic channel. The areas showing correlation higher than the threshold value are counted as cells. In correlation 
method, only those shadows are identified as cells that are similar to the averaged cell shadow, while the shadows 
Figure 2. Microfluidic device drying, packing and storing methods. (a) Devices were dried by four different 
methods, (i) heating (37 oC), (ii) vacuum (− 761 mmHg), (iii) heating and vacuum (37 oC + − 761 mmHg), and 
(iv) device centrifugation followed by heating and vacuum (37 oC + − 761 mmHg), and dried device surface 
area was measured to quantify the drying efficiency. By using only heating or vacuum, devices were not dried 
fully even after 4 hours. Using heating plus vacuum we were able to dry 96% of the device surface area in 
4 hours. The most time efficient method was device centrifugation followed by heating and vacuum. Using this 
method, devices were dried fully in an hour, n (no. of channels) = 3. Error bars represent standard deviation. 
(b) (i) Whole device images were taken to quantify the drying area. Channel areas were cropped from image 
and drying area was calculated using ImageJ software. (ii) White and black areas represent the dried and wet 
regions of the device surface. (c) (i) Microfluidic devices were centrifuged to remove fluid from channels for fast 
drying. The device was placed on the centrifuge upside down (channel inlets facing downwards). To remove the 
remaining fluid, vacuum heating was applied. (ii) Devices were inserted into plastic bags with drying agent. Air 
inside the bag was pumped out using vacuum sealer and bag was sealed. (iii) Devices were ready for storing at 
room temperature.
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Figure 3. Optimization of trehalose concentration for stabilization of surface chemistry inside 
microfluidic channels. Comparison of CD4 T cell (a) capture efficiency and (b) capture specificity at 
different trehalose concentrations (w/v); 0%, 1%, 2.5%, and 5%. The devices were preserved for 2 weeks at 
room temperature before testing (*p < 0.05 between devices preserved at 2.5% trehalose (w/v) and other 
concentrations, n = 3).
Figure 4. Testing of stabilized microfluidic devices. (a) Microscope images of captured cells inside a channel, 
(i) bright field image, (ii) DAPI stained cells (nucleated cells), and (iii) CD4 T cells. CD4 T cell capture efficiency 
(b) and capture specificity (c) were calculated over a period of 6 months (*p < 0.05 between freshly prepared 
devices and dried devices, n = 3–6). Error bars represents standard deviation. (d) Comparison of CD4 T cell 
capture efficiency and specificity between freshly functionalized devices and devices preserved for 5 weeks at 
room temperature followed by storage at 50 oC for 24 hours. (e) Comparison of CD4 T cell capture efficiency 
and specificity between freshly functionalized devices and devices preserved for 5 weeks at room temperature 
followed by storage at 85% humidity for 24 hours.
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of debris in the microfluidic channel are neglected (Supplementary Figure 4, Fig. 5c,d). The algorithm uses the 
threshold value input by the user. Optimization of the threshold value is needed as lower threshold values would 
result in identifying non-cell shadows as cells (Supplementary Figure 5). This optimization of threshold value can 
be done easily by comparing identified cells (shown by “red” dots in Supplementary Figure 5) and cell shadows 
simultaneously. If debris is identified as a cell (“red” dot), there is a need to increase the threshold value as pro-
gram is misidentifying noise as a cell at a specific threshold value. We have compared the counting efficiency of 
developed algorithm (for cell shadows) with microscope based manual cell counting and observed 97.4 ± 0.5% 
counting efficiency, when correct threshold values were used (Supplementary Table 2).
Discussion
Although the microfluidic devices stabilized using the presented method show high capture efficiency and spec-
ificity, some of the devices lost vacuum over time. We have preserved 30 devices in total using this method and 
observed 6 devices lost their vacuum after a month, giving an overall process yield of 80%. We did not use these 
devices in our experiments due to potential loss of function due to the humidity in air that penetrates the chan-
nels over time under non-vacuum conditions. Drying process yield can be increased by using a vacuum sealer 
with temperature and vacuum controls, and using mylar metalized laminate bags that does not allow vapor and 
humidity to pass through12.
There are various mechanisms put forward to explain the mechanism by which trehalose stabilizes proteins 
such as vitrification, preferential exclusion and water replacement mechanisms39,40. According to vitrification the-
ory, trehalose forms a glassy cocoon to physically protect protein from abiotic stresses41. For such a mechanism, 
Figure 5. Lensless CMOS imaging platform for automatic counting of captured CD4 T cells from whole 
blood. (a) Setup for lensless imaging using CMOS sensor. Shadows of captured CD4 T cells were detected on 
CMOS sensor surface. CMOS sensor was connected to laptop for image acquisition. (b) Larger view of CMOS 
sensor and home-built plastic platform to hold sensor device fixed. (c) Shadows of captured cells were processed 
using developed MATLAB program to enhance contrast for better cell counting. (d) Averaged cell shadow 
image is generated by averaging the intensity histograms of 30 randomly selected images. The color bar shows 
the intensity values (arbitrary units), where red color shows high light intensity areas. Shadows of capture cells 
are compared with sample cell shadow for correlation and cells are counted automatically.
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the glass transition temperature (Tg) of a stabilizing agent should be higher than the storage temperature. The Tg 
of trehalose is 117 oC, much higher than room temperature41. The better protein stabilizing ability of trehalose is 
due to its higher Tg compared to other sugar solutions such as sucrose or maltose41. Preferential exclusion mech-
anism proposes that trehalose isolates water molecules away from protein, which results reduction in protein 
radius, and hence, increases its compactness and stability39,40. According to exclusion theory, there is no direct 
interaction between protein and trehalose molecules39,40. Conversely, water replacement theory proposes that 
trehalose replaces water molecules by making hydrogen bonds with protein while drying42–45. The substitution of 
trehalose in place of water molecules maintains the three-dimensional structure of protein and stabilizes it in a 
dry form42–45. These mechanisms explain the stabilizing phenomena of trehalose, as it has been successfully used 
to preserve biomolecules, proteins, and cells45. Although trehalose was used by others for preserving mammalian 
cells (as a cryoprotective agent) and protein/antibody suspensions32–36, trehalose has not been investigated in 
preserving functionalized microfluidic devices with immobilized proteins and antibodies for refrigeration-free 
storage. Challenges associated with preserving a protein or cells in a suspension is completely different than 
preserving the biological surface with multiple layers of surface chemistry, which also has to meet diagnostic 
performance parameters of a medical device when brought into contact with another biological complex fluids 
such as whole blood. Here, we have used trehalose to stabilize the multi-layer surface chemistry composed of a 
complex structure of proteins and antibodies along with other functional materials such as 3MPS and GMBS in 
a microfluidic device.
CD4 T cell count has broad applications in chemotherapy monitoring, transplant patient monitoring and 
particularly in monitoring the efficacy of antiretroviral therapy (ART)19,46–49. For instance, according to the HIV 
treatment guidelines by World Health Organization (WHO), it is recommended to start the ART therapy when 
the individual’s CD4 cell count falls below 500 cells/μ l10,14,50. Currently, due to lack of access to HIV testing, one 
in four people who started getting ART therapy had initial CD4 cell counts under 100 cells/μ l which reflects late 
diagnosis, and, hence, higher risk of illness and death10. These global health challenges can be solved by develop-
ing diagnostic platforms, where testing can be done at the point of need.
In summary, microfluidic device drying and antibody stabilization method presented herein preserved the 
immuno-functionalized devices for 6 months in refrigeration-free settings. These preserved devices can be used 
for CD4 T cell counting at the point of need from a drop of unprocessed blood. The presented microfluidic device 
stabilization method is potentially widely applicable to other global health applications at resource-limited set-
tings such as viral load, sepsis, tuberculosis, malaria, and cancer detection9,16,51–65. It would also have potential 
applications at the developed world settings such as at a primary care physician’s office or at home settings at the 
point of living. The integration of lensless CMOS imaging technology with microfluidic devices offers opportuni-
ties to count selectively captured cells from whole blood without any fluorescent labels. Lensless imaging sensor 
provides an ultra wide field-of-view to analyze the whole microfluidic device in few seconds. CMOS camera of 
a commercialized cell phone can be utilized to count cells automatically, and  it can substitute the CMOS sensor 
presented here. Future work will benefit from testing of the preserved microfluidic devices at varying temperature 
ranges and humidity levels as well as in a resource-constrained settings in the developing world.
Methods
Materials and Reagents. For microfluidic device fabrication, a 3.175 mm thick clear cast acrylic sheet 
(PMMA, Polymethymetacrylate, 8560K239) and a 80 μ m thick optically clear double sided adhesive (DSA, CN: 
8113) were purchased from McMaster Carr Supply Co. Inc (Los Angeles, CA) and 3M (St. Paul, MN) respec-
tively. Ethanol (200 proof) and glass slides (Gold Seal Cover glass 24 mm × 40 mm) were purchased from Fisher 
Scientific (Fair Lawn, NJ). (3-Mercaptopropyl) trimethoxysilane (3-MPS, CN: 175617), dimethyl sulfoxide 
(DMSO), lyophilized bovine serum albumin (BSA, CN:A2153), Silica gel Rubin drying bags (CN: 72811), and 
D-(+ )-Trehalose dihydrate (Trehalose, CN:T9531) were obtained from Sigma-Aldrich Corporation (Saint Louis, 
MI). N-g-Maleimidobutyryloxy succinimide ester (GMBS), and NeutrAvidin protein were obtained from Pierce 
Biotechnology (Rockford, IL). Phosphate buffered saline (PBS) was purchased from Gibco (Grand Island, NY). 
A 4’-6-diamidino-2-phenylindole (DAPI) was obtained from Invitrogen (Carlsbad, CA). Biotinylated anti-CD4 
antibody (Clone 13B8.2, CN:COIM0704) was purchased from Fisher Scientific (Fair Lawn, NJ). Alexa Flour 
488 (AF488) conjugated Anti-CD4 antibody (Clone RPA-T4, CN: 557695) and BD FACS Lysing Solution (CN: 
349202) were purchased from BD Bioscience (Becton, Dickinson and Company, San Jose, CA). 1X RBC Lysis 
Buffer (CN: 00-4333-57) was purchased from eBioscience (San Diego, CA). FoodSaver® Bags - 6 × 9” (CN:S-
19138) was obtained from Uline (Pleasant Prairie, WI).
Microfluidic device fabrication and surface functionalization. The microfluidic channels were 
designed to be compatible for manual pipetting and fabricated without using a cleanroom and lithography. In 
each microfluidic device, three parallel channels (dimensions: 25 mm × 4 mm × 80 μ m) were created in DSA 
using laser cutter (Versa Laser™ , Scottsdale). Inlet and outlet holes (0.65 mm diameter) were cut in PMMA using 
laser cutter (Versa Laser™ , Scottsdale). DSA and PMMA were then assembled together. Glass cover slide was 
cleaned with 70% ethanol in distilled (DI) water and dried by nitrogen gas. Glass cover slide was then treated with 
oxygen plasma (100 W, 1% oxygen) for 2 minutes in a PX-250 chamber (March instruments, Concord, MA) to 
form the hydroxyl (OH) surface functional groups followed by 30 minutes incubation with silanizaton solution 
(4% (v/v) 3-MPS in ethanol) in a petri dish at room temperature for covalent binding. After incubation cover 
slide was washed with ethanol and was let to dry for 3–4 minutes at room temperature. Microfluidic device was 
assembled by sandwiching DSA between PMMA and cover slide (Fig. 1a).
Channels were washed 3 times with PBS and GMBS solution (4% (w/v) GMBS dissolved in 10% DMSO in 
PBS) was pipetted into microfluidic channels. Devices were incubated for 30 minutes at room temperature. From 
now onwards, channels were washed 3 times with PBS after each incubation step. Then NeutrAvidin solution 
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(0.1 mg/mL in PBS) was pipetted and devices were incubated for 2 hours at 4 °C. For capturing CD4 T cells, 
biotinylated anti-CD4 antibody (20 μ g/mL in PBS (Supplementary Table 1)) and 1% (w/v) BSA in PBS (to block 
unspecific binding) was incubated for 30 minutes at room temperature sequentially. To preserve the immobilized 
functional group 0–5% (w/v) Trehalose in DI water was pipetted and incubated for 30 minutes. Then the micro-
fluidic devices were ready for drying and preservation.
Drying channels, packing and reactivation of devices. We tested four methods for drying of micro-
fluidic devices. First method is placing devices on standard hot plate at 37 oC, second method is applying 
− 761 mmHg vacuum inside an oven (Isotemp® vacuum oven, Model 280A, Fisher Scientific Inc), third method 
is applying 37 oC temperature at − 761 mmHg vacuum inside an oven, and the fourth method is centrifuging 
devices at 6600 rpm for 5 seconds using a benchtop centrifuge (Fisher Scientific Mini Centrifuge, CN: 05-090-
100) to remove excessive fluid present inside the channels followed by applying 37 oC temperature at − 761 mmHg 
vacuum inside vacuum oven. This mini centrifuge takes about 5 seconds to accelerate to 6600 rpm and 5 seconds 
to stop, hence, the total centrifugation time is 15 seconds. During centrifugation step, devices are placed with 
inlets facing down. These four methods are compared for drying efficiency by taking images of devices at every 
30 minute interval. Device images are taken using a cell phone camera. To compute the ratio of dried versus wet 
surface area of the channels, images are processed by ImageJ software (National Institute of Health, http://rsbweb.
nih.gov/ij/). Device images were converted into greyscale using ImageJ threshold function. Ratio of dried versus 
wet area was calculated by using ‘analyze and measure’ tab. After drying, the devices are vacuum sealed together 
with silica gel drying bags using FoodSaver® Vacuum Sealer H-340 Uline (Pleasant Prairie, WI). The bagged 
devices are ready for storing at room temperature. The preserved devices are reactivated using a PBS wash before 
cell capture experiments. 100 μ L of PBS was pipetted into each channel twice to remove trehalose from microflu-
idic channels.
CD4 T cell capture, imaging and counting. Fresh whole blood was pipetted into the device channels and 
incubated for 25 minutes at room temperature. Channels were washed three times to remove any unattached cell. 
Cells were fixed with 4% (v/v) paraformaldehyde (PFA) solution in PBS for 10 minutes. After fixing, cells were 
stained with 0.2% (v/v) DAPI solution (DAPI stock solution concentration: 5 mg DAPI in 1 mL of deionized water 
(Supplementary Table 1)) and 1% (v/v) AF-488 conjugated anti-CD4 (Stock concentration: 100 μ g/mL AF-488 in 
PBS (Supplementary Table 1)) for 90 minutes at 4 °C. After each incubation step the channels were washed 3 times 
with PBS.
Fluorescent microscope (Carl Zeiss microscope, Jena, Germany) was used for Bright Field and fluorescent 
imaging. DAPI and AF-488 images of captured were taken with UV (359 nm/461 nm) and CY5 (639 nm/650 nm) 
filters. DAPI (blue) stained cells indicated the captured white blood cells (WBC, nucleated cells), whereas AF-488 
(green) stained cells indicated the captured CD4 T cells. After manual counting of cells, the ratio of CD4 T cells 
to WBC (green/blue) gave the capture specificity. Capture efficiency was calculated by using the formula Capture 
efficiency (%) = × 100CapturedCD cells
InitiallyinjectedCD cells
4
4
.
Initial number of CD4 T cells was determined by dividing AF-488 stained cells in isolated WBC samples. To 
determine initial CD4 count in whole blood, WBCs were isolated by incubating whole blood with 10% RBC lysis 
solution for 3 minutes. The cell suspension was centrifuged at 150 g for 5 minutes. Supernatant was removed and 
the cell pellet was resuspended with same volume of PBS as initial blood volume. The isolated WBCs were fixed 
with 4% PFA for 10 minutes. Cells were stained with 0.2% (v/v) DAPI solution (DAPI stock solution concentra-
tion: 5 mg DAPI in 1 mL of deionized water) and 1% (v/v) 100 μ g/ml AF-488-anti-CD4 in PBS solution for 90 min 
at 4 °C. Between each step, washing was performed by centrifuging the sample at 150 g for 5 minutes following by 
discarding supernatant and re-suspending the pellet. Finally DAPI stained WBC and AF-488 stained CD4 T cells 
were counted using haemocytometer under fluorescent microscope.
Statistical Analysis. At least three channels were tested for each time point and the results of CD4 capture 
efficiency and specificity were expressed as a mean ± standard deviation. Statistical analysis was performed by 
one-way analysis of variance (ANOVA). A value of P < 0.05 was considered statistically significant.
Lensless shadow imaging and automated cell counting. Complementary metal oxide semiconductor 
(CMOS) sensor (IDS imaging development systems, Germany, UI-1492LE-M) was used for lensless imaging. This 
10 megapixel CMOS sensor detects the shadows of captured cells over an area of 6.4 mm × 4.6 mm at a time with 
a resolution of 3840 × 2748 pixels (pixel size = 1.67 μ m). Five images are needed per channel to scan the whole 
channel area. It requires less than a minute to image all the captured cells inside a channel. A homemade stage is 
built to hold the CMOS sensor and a microfluidic device in place (Fig. 5). The light emitted by a high brightness 
white LED (276-0024, RadioShack) passes through transparent PMMA cover and reaches the cells captured on 
bottom glass cover. If a point light source is placed far from the object, it can be assumed as a planer light. The 
lensless images of the captured cells are shown in Fig. 5c. Shadow images of the captured cells are processed and 
counted automatically using a cell detection and counting software programmed by using MATLAB (Mathworks, 
Natick, MA, USA)12. The algorithm for counting cell shadow images are based on event detection using space 
domain two dimensional cross-correlation. To get a sample shadow cell imaging, 30 cell shadow images are man-
ually obtained and the average of these images became the averaged cell image. Microfluidic channel images were 
cropped to remove the inlet and outlet holes, and air bubbles from the images. To get a better contrast, an adaptive 
contrast enhancement by piecewise linear transformation was applied to images (Supplementary Figure 4a,b). 
Cross correlation of the averaged cell image and the image of cells to be counted was calculated. The areas show-
ing higher correlation values compared to adaptive threshold (value = 1,100,000 (arbitrary units)) were identified 
as cells. Then peaks are automatically counted to get the total number of cells. This battery operated system com-
posed of CMOS sensor and mobile computer, and can be potentially employed for POC settings.
www.nature.com/scientificreports/
9Scientific RepoRts | 6:21163 | DOI: 10.1038/srep21163
References
1. Mueller, M. et al. Liquid Formulations for Stabilizing IgMs During Physical Stress and Long-Term Storage. Pharmaceutical Research 
30, 735–750 (2013).
2. Lee, J. C. & Timasheff, S. N. The stabilization of proteins by sucrose. Journal of Biological Chemistry 256, 7193–7201 (1981).
3. Xie, G. & Timasheff, S. N. Mechanism of the stabilization of ribonuclease A by sorbitol: preferential hydration is greater for the 
denatured than for the native protein. Protein Science 6, 211–221 (1997).
4. Gekko, K. & Timasheff, S. N. Mechanism of protein stabilization by glycerol: preferential hydration in glycerol-water mixtures. 
Biochemistry 20, 4667–4676 (1981).
5. Arakawa, T. & Timasheff, S. N. Preferential interactions of proteins with salts in concentrated solutions. Biochemistry 21, 6545–6552 
(1982).
6. Carpenter, J., Prestrelski, S. & Arakawa, T. Separation of freezing-and drying-induced denaturation of lyophilized proteins using 
stress-specific stabilization: I. Enzyme activity and calorimetric studies. Archives of Biochemistry and Biophysics 303, 456–464 (1993).
7. Wu, G., Srivastava, J. & Zaman, M. H. Stability measurements of antibodies stored on paper. Analytical Biochemistry 449, 147–154 
(2014).
8. Kolosova, A. Y., Shim, W.-B., Yang, Z.-Y., Eremin, S. A. & Chung, D.-H. Direct competitive ELISA based on a monoclonal antibody 
for detection of aflatoxin B1. Stabilization of ELISA kit components and application to grain samples. Analytical and Bioanalytical 
Chemistry 384, 286–294 (2006).
9. Wang, S. et al. Portable microfluidic chip for detection of Escherichia coli in produce and blood. International Journal of 
Nanomedicine 7, 2591 (2012).
10. Sidibé, M. UNAIDS report on global AIDS epidemic-World Health Orginization. (2013 Date of access: 06/16/2015).
11. Gurkan, U. A. et al. Miniaturized lensless imaging systems for cell and microorganism visualization in point‐of‐care testing. 
Biotechnology Journal 6, 138–149 (2011).
12. Moon, S. et al. Enumeration of CD4+ T-cells using a portable microchip count platform in Tanzanian HIV-infected patients. PLoS 
One 6, e21409 (2011).
13. Watkins, N. N. et al. Microfluidic CD4+ and CD8+ T Lymphocyte Counters for Point-of-Care HIV Diagnostics Using Whole Blood. 
Science Translational Medicine 5, 214ra170-214ra170 (2013).
14. Wang, S., Xu, F. & Demirci, U. Advances in developing HIV-1 viral load assays for resource-limited settings. Biotechnology Advances 
28, 770–781 (2010).
15. Shafiee, H. et al. Emerging technologies for point-of-care management of HIV infection. Annual review of medicine 66, 387–405 
(2015).
16. Tasoglu, S., Gurkan, U. A., Wang, S. & Demirci, U. Manipulating biological agents and cells in micro-scale volumes for applications 
in medicine. Chemical Society Reviews 42, 5788–5808 (2013).
17. Wang, S. et al. Efficient on-chip isolation of HIV subtypes. Lab on a Chip 12, 1508–1515 (2012).
18. Tokel, O., Inci, F. & Demirci, U. Advances in Plasmonic Technologies for Point of Care Applications. Chemical Reviews 114, 
5728–5752 (2014).
19. Shafiee, H. et al. Paper and flexible substrates as materials for biosensing platforms to detect multiple biotargets. Scientific reports 5 
(2015).
20. Asghar, W. et al. Engineering cancer microenvironments for in vitro 3-D tumor models. Materials Today 18, 539–553 (2015).
21. Ilyas, A. et al. Electrophysiological analysis of biopsy samples using elasticity as an inherent cell marker for cancer detection. 
Analytical Methods 6, 7166–7174 (2014).
22. Giri, J., Li, W. J., Tuan, R. S. & Cicerone, M. T. Stabilization of Proteins by Nanoencapsulation in Sugar–Glass for Tissue Engineering 
and Drug Delivery Applications. Advanced Materials 23, 4861–4867 (2011).
23. Löscher, F., Ruckstuhl, T. & Seeger, S. Ultrathin cellulose‐based layers for detection of single antigen molecules. Advanced Materials 
10, 1005–1009 (1998).
24. Hock, B. et al. Stabilisation of immunoassays and receptor assays. Journal of Molecular Catalysis B: Enzymatic 7, 115–124 (1999).
25. Dankwardt, A., Müller, J. & Hock, B. Stabilization of enzyme immunoassays for atrazine. Analytica chimica acta 362, 35–45 (1998).
26. Stevens, D. Y. et al. Enabling a microfluidic immunoassay for the developing world by integration of on-card dry reagent storage. Lab 
on a Chip 8, 2038–2045 (2008).
27. Yager, P. et al. Microfluidic diagnostic technologies for global public health. Nature 442, 412–418 (2006).
28. Chin, C. D. et al. Microfluidics-based diagnostics of infectious diseases in the developing world. Nature medicine 17, 1015–1019 
(2011).
29. Carpinelli, J., Krämer, R. & Agosin, E. Metabolic engineering of Corynebacterium glutamicum for trehalose overproduction: role of 
the TreYZ trehalose biosynthetic pathway. Applied and Environmental Microbiology 72, 1949–1955 (2006).
30. Kempf, B. & Bremer, E. Uptake and synthesis of compatible solutes as microbial stress responses to high-osmolality environments. 
Archives of Microbiology 170, 319–330 (1998).
31. Crowe, L. M. Lessons from nature: the role of sugars in anhydrobiosis. Comparative Biochemistry and Physiology-Part A: Molecular 
& Integrative Physiology 131, 505–513 (2002).
32. Corradini, D., Strekalova, E. G., Stanley, H. E. & Gallo, P. Microscopic mechanism of protein cryopreservation in an aqueous 
solution with trehalose. Scientific Reports 3, 1218, doi: 10.1038/srep01218 (2013).
33. Crowe, J. H., Leslie, S. B. & Crowe, L. M. Is vitrification sufficient to preserve liposomes during freeze-drying? Cryobiology 31, 
355–366 (1994).
34. Guo, N., Puhlev, I., Brown, D. R., Mansbridge, J. & Levine, F. Trehalose expression confers desiccation tolerance on human cells. 
Nature Biotechnology 18, 168–171 (2000).
35. Sun, W. Q. & Leopold, A. C. Cytoplasmic vitrification and survival of anhydrobiotic organisms. Comparative Biochemistry and 
Physiology Part A: Physiology 117, 327–333 (1997).
36. Ramachandran, S., Fu, E., Lutz, B. & Yager, P. Long-term dry storage of an enzyme-based reagent system for ELISA in point-of-care 
devices. Analyst 139, 1456–1462 (2014).
37. Moon, S. et al. Integrating microfluidics and lensless imaging for point-of-care testing. Biosensors and Bioelectronics 24, 3208–3214 
(2009).
38. Sobieranski, A. C. et al. Portable lensless wide-field microscopy imaging platform based on digital inline holography and multi-
frame pixel super-resolution. Light: Science & Applications 4, e346, doi: 10.1038/lsa.2015.119 (2015).
39. Han, Y. et al. Effects of sugar additives on protein stability of recombinant human serum albumin during lyophilization and storage. 
Archives of Pharmacal Research 30, 1124–1131 (2007).
40. Kim, Y. S. et al. Effects of sucrose on conformational equilibria and fluctuations within the native‐state ensemble of proteins. Protein 
Science 12, 1252–1261 (2003).
41. Chen, T., Fowler, A. & Toner, M. Literature review: supplemented phase diagram of the trehalose–water binary mixture. Cryobiology 
40, 277–282 (2000).
42. Carpenter, J. F. & Crowe, J. H. An infrared spectroscopic study of the interactions of carbohydrates with dried proteins. Biochemistry 
28, 3916–3922 (1989).
43. Prestrelski, S. J., Tedeschi, N., Arakawa, T. & Carpenter, J. F. Dehydration-induced conformational transitions in proteins and their 
inhibition by stabilizers. Biophysical Journal 65, 661–671 (1993).
www.nature.com/scientificreports/
1 0Scientific RepoRts | 6:21163 | DOI: 10.1038/srep21163
44. Prestrelski, S., Arakawa, T. & Carpenter, J. Separation of freezing-and drying-induced denaturation of lyophilized proteins using 
stress-specific stabilization: II. Structural studies using infrared spectroscopy. Archives of Biochemistry and Biophysics 303, 465–473 
(1993).
45. Jain, N. K. & Roy, I. Effect of trehalose on protein structure. Protein Science 18, 24–36 (2009).
46. Bronchud, M. et al. Phase I/II study of recombinant human granulocyte colony-stimulating factor in patients receiving intensive 
chemotherapy for small cell lung cancer. British Journal of Cancer 56, 809 (1987).
47. Holmes, F. et al. Blinded, randomized, multicenter study to evaluate single administration pegfilgrastim once per cycle versus daily 
filgrastim as an adjunct to chemotherapy in patients with high-risk stage II or stage III/IV breast cancer. Journal of Clinical Oncology 
20, 727–731 (2002).
48. Lee, S. et al. Prognostic significance of neutrophil lymphocyte ratio and platelet lymphocyte ratio in advanced gastric cancer patients 
treated with FOLFOX chemotherapy. BMC Cancer 13, 350 (2013).
49. Chua, W., Charles, K., Baracos, V. & Clarke, S. Neutrophil/lymphocyte ratio predicts chemotherapy outcomes in patients with 
advanced colorectal cancer. British Journal of Cancer 104, 1288–1295 (2011).
50. Wang, S. et al. Micro-a-fluidics ELISA for Rapid CD4 Cell Count at the Point-of-Care. Scientific Reports 4, 3796, doi: 10.1038/
srep03796 (2014).
51. Shafiee, H. et al. Acute On‐Chip HIV Detection Through Label‐Free Electrical Sensing of Viral Nano‐Lysate. Small 9, 2553–2563 
(2013).
52. Wang, L., Asghar, W., Demirci, U. & Wan, Y. Nanostructured substrates for isolation of circulating tumor cells. Nano Today 8, 
374–387 (2013).
53. Wang, S., Inci, F., De Libero, G., Singhal, A. & Demirci, U. Point-of-care assays for tuberculosis: Role of nanotechnology/
microfluidics. Biotechnology Advances 31, 438–449 (2013).
54. Wan, Y. et al. Capture, isolation and release of cancer cells with aptamer-functionalized glass bead array. Lab on a Chip 12, 
4693–4701 (2012).
55. Ilyas, A. et al. Electrical detection of cancer biomarker using aptamers with nanogap break-junctions. Nanotechnology 23, 275502 
(2012).
56. Inci, F. et al. Nanoplasmonic Quantitative Detection of Intact Viruses from Unprocessed Whole Blood. ACS Nano 7, 4733–4745 
(2013).
57. Wan, Y. et al. Velocity effect on aptamer-based circulating tumor cell isolation in microfluidic devices. The Journal of Physical 
Chemistry B 115, 13891–13896 (2011).
58. Asghar, W. et al. Electrical fingerprinting, 3D profiling and detection of tumor cells with solid-state micropores. Lab on a Chip 12, 
2345–2352 (2012).
59. Inci, F. et al. Multitarget, quantitative nanoplasmonic electrical field-enhanced resonating device (NE2RD) for diagnostics. 
Proceedings of the National Academy of Sciences 112, E4354–E4363 (2015).
60. Viswanathan, S. et al. Graphene–protein field effect biosensors: glucose sensing. Materials Today 18, 513–522 (2015).
61. Tokel, O. et al. Portable Microfluidic Integrated Plasmonic Platform for Pathogen Detection. Scientific reports 5, 9152, doi: 10.1038/
srep09152 (2015).
62. Yildiz, U. H. et al. Recent advances in micro/nanotechnologies for global control of hepatitis B infection. Biotechnology advances 33, 
178–190 (2015).
63. Tasoglu, S. et al. Advances in Nanotechnology and Microfluidics for Human Papillomavirus Diagnostics. Proceedings of the IEEE 
103, 161–178 (2015).
64. Lissandrello, C. et al. Nanomechanical motion of Escherichia coli adhered to a surface. Applied physics letters 105, 113701 (2014).
65. Mani, V. et al. Emerging technologies for monitoring drug-resistant tuberculosis at the point-of-care. Advanced drug delivery reviews 
78, 105–117 (2014).
Acknowledgements
We would like to thank Wang Cheng-I, and Vasu R. Sah for their help with surface chemistry. We would also thank 
Shuqi Wang, Antonio C. Sobieranski, Stephen Ilsley, and Huseyin Cumhur Tekin for giving helpful suggestions 
and feedback. We would like to acknowledge support from R01 AI081534, R01 AI093282, NIHF32AI102590 and 
U54 EB015408-01. M. Yuksekkaya thank The Scientific and Technical Research Council of Turkey (TUBITAK) 
for providing financial support.
Author Contributions
W.A., M.Y., H.S. and U.D. designed the study and the experiments. W.A., M.Y., M.Z., M.O.O. and F.I. performed 
the experiments. H.S. and M.K. helped designing the surface chemistry for CD4 capture. W.A., M.Y., H.S. and 
M.Z. wrote the paper, and U.D. supervised the research.
Additional Information
Supplementary information accompanies this paper at http://www.nature.com/srep
Competing financial interests: Yes there is potential competing interest. Dr. Utkan Demirci is a founder of, and 
has an equity interest in: (i) DxNow Inc., a company that is developing microfluidic and imaging technologies 
for point-of-care diagnostic solutions, and (ii) Koek Biotech, a company that is developing microfluidic IVF 
technologies for clinical solutions. U.D.’s interests were viewed and managed in accordance with the conflict of 
interest policies.
How to cite this article: Asghar, W. et al. Engineering long shelf life multi-layer biologically active surfaces on 
microfluidic devices for point of care applications. Sci. Rep. 6, 21163; doi: 10.1038/srep21163 (2016).
This work is licensed under a Creative Commons Attribution 4.0 International License. The images 
or other third party material in this article are included in the article’s Creative Commons license, 
unless indicated otherwise in the credit line; if the material is not included under the Creative Commons license, 
users will need to obtain permission from the license holder to reproduce the material. To view a copy of this 
license, visit http://creativecommons.org/licenses/by/4.0/
